
 

Abstract— Caspase-7 is one of the executioner proteases in 
cellular apoptosis.  Its kinetics has been monitored using 
biosensors based on the principle of fluorescence resonance 
energy transfer (FRET).  Here, a caspase-7 biosensor (named 
vDEVDc) using fluorescent proteins as the donor and acceptor 
of FRET was used to study the biochemical properties of 
caspase-7.  An active isoform of caspase-7 with the 56 N-
terminal residues truncated (named 57casp7) cleaved the 
vDEVDc biosensor at the recognition sequence, resulting in a 
FRET efficiency decrease of 61%.  In contrast, another 
caspase-7 isoform with the 23 N-terminal residues truncated 
(named 24casp7) bound the vDEVDc biosensor without 
cleaving the substrate, resulting in a FRET increase of 15%.  
The kinetics of the two caspase-7 isoforms were studied by 
monitoring the FRET change of the vDEVDc biosensor over 
time, which showed an exponential substrate cleavage and 
binding curve for the 57casp7 and 24casp7 isoform, 
respectively.  Lastly, we modeled caspase-7 binding to the 
vDEVDc biosensor and estimated a FRET emission ratio 
increase of 16.2% after binding to caspase-7, which agrees with 
the 15% experimental result.  We showed that two isoforms of 
Caspase-7 with differently truncated prodomain exhibit 
different enzymatic properties, namely binding by the 24casp7 
isoform and hydrolysis by 57casp7.  We also demonstrated that 
our FRET biosensor (vDEVDc) can be used to detect not only 
the substrate cleavage event, but also the substrate binding 
event. 

I. INTRODUCTION

ASPASE are a family of cysteine proteases associated 
with cellular apoptosis with high substrate specificity 
[1].  In living cells, caspase-7 is expressed as a dimeric 

zymogen with a 23-residue N-terminal prodomain and 
remains as dimer after activation [2, 3].  During the 
activation process, initiator caspases, such as caspase-8, 
proteolyse after the Asp198 residue of pro-caspase-7 located 
between the large p20 and small p11 subunits [1, 3].  Also, 
the prodomain of caspase-7 is cleaved after the Asp23 
residue.  The crucial cleavage in caspase-7 activation is at 
Asp198 because the cleavage at Asp23 alone does not 
produce an active caspase-7 [4].  Thus, the caspase-7 
isoform truncated after Asp23 (named 24casp7, Fig. 1A) is 
inactive.  In contrast, other studies of pro-caspase-7 showed 
that when truncated after Pro56 (named 57casp7, Fig. 1A), 
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the resulting mutant is capable of autoprocessing itself into 
the active form [1, 3, 5].   

Protein based fluorescence resonance energy transfer 
(FRET) caspase biosensors have been created to measure the 
caspase kinetics both in vitro and in living cells [6].  FRET 
is the transfer of energy that occurs through resonance 
between two fluorophores (one is the donor and the other, 
acceptor) with a spectral overlap in the donor emission and 
acceptor excitation [7].  The FRET efficiency (E%) depends 
on the relative distance and orientation between the 
fluorophore pair [7].  Caspase biosensors using FRET are 
typically created by sandwiching a caspase recognition 
substrate with a cyan fluorescent protein (CFP) donor and 
yellow fluorescent protein (YFP) acceptor [8-14].  Before 
proteolysing the substrate, the donor and acceptor are in 
close proximity restricted by the short bridging substrate, 
which gives rise to high FRET efficiency when excited by 
donor excitation.  Once caspase cleaves the substrate, the 
fluorescent proteins are separated and FRET drops.  By 
measuring the change in the FRET emission ratio (defined as 
the emission intensity of the acceptor divided by the donor), 
we can estimate the percentage of cleaved biosensors over 
time, which provides information on the caspase kinetics.  In 
this paper, we show that the 57casp7 isoform cleaves our 
designed FRET caspase-7 biosensor, while the 24casp7 
isoform binds but does not cleave. 

II. RESULTS AND DISCUSSION

A. Biosensor characterization 
Our caspase-7 biosensor (named vDEVDc) was cleaved by 

the 57casp7 isoform (Fig. 1D), while a control biosensor 
(named v4Gc) was not (Fig. 1C).  The vDEVDc biosensor 
consisted of a 24 amino acid linker containing the DEVD 
recognition sequence sandwiched by Venus [15] and ECFP 
(Fig. 1B).  In contrast, the v4Gc control biosensor did not 
contain the recognition sequence (Fig. 1B).  Prior to 
treatment with the active 57casp7 isoform, the emission 
spectra of both the vDEVDc and v4Gc biosensor had a 
strong peak emission of Venus (528 nm) due to FRET from 
ECFP to Venus (Fig. 1C, D).  As the v4Gc biosensor had a 
shorter linker, it displayed a larger FRET as shown by a 
larger Venus emission peak relative to ECFP (475 nm) peak 
in the emission spectra (Fig. 1C).    After treatment of the 
vDEVDc biosensor with the active 57casp7 isoform, the 
peak emission of Venus decreased and ECFP increased due 
to an expected loss of FRET after cleavage of the biosensor 
(Fig. 1D).  In contrast, the v4Gc biosensor was not cleaved 
by the 57casp7 biosensor (Fig. 1C).   Therefore, these results 
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showed that the vDEVDc biosensor was cleaved specifically 
by the 57casp7 isoform. 

Fig. 1.  Schematic diagrams and characterization of the 57casp7 isoform.  
A, Schematic diagram of the caspase-7 isoforms.  B, Schematic diagram of 
the biosensors.  The DEVD recognition sequence is underlined.  The 
emission spectra before (solid gray) and after 30 minutes (dotted black) 
treatment with the 57casp7 isoform on C, the v4Gc control biosensor and D, 
the vDEVDc biosensor.  All protein concentrations were 10 ± 1 μM.

B. Characterization and kinetics of the Caspase-7 
isoforms 
The 24casp7 isoform had no protease activity in vitro, but 

recognized and bound to the substrate of the vDEVDc 
biosensor (Fig. 2).  A spectrum was recorded immediately 
after mixing the 24casp7 isoform with both the vDEVDc and 
v4Gc biosensors.  After incubating for an hour at room 
temperature, the spectrum of this solution was recorded 
again.  Comparing the two spectrums from before and after 
the incubation period, we observed that the FRET emission 
ratio of the vDEVDc biosensor increased by 15% (Fig. 2D).  
This increase of FRET indicated a conformational change in 
the biosensor that does not involved proteolytic cleavage.  In 
order to isolate the cause of the increase of FRET to the 
24casp7 isoform, two control experiments were performed.  
In the first experiment, both the v4Gc and vDEVDc 
biosensor were incubated alone for one hour at room 
temperature.  The emission spectrums did not change during 
this period (Fig. 2A, C).  This shows that any changes to the 
spectrum over time were not caused by intrinsic properties 
of the v4Gc and vDEVDc biosensors.  In the second 
experiment, the 24casp7 isoform was mixed with the v4Gc 
control biosensor and incubated for an hour.  The spectrums 
from before and after this incubation period were also 
identical (Fig. 2B).  This result verified that the 24casp7 

isoform does not interact with the v4Gc biosensor, whose 
structure is identical to the vDEVDc biosensor without the 
DEVD recognition sequence.  Therefore, the vDEVDc 
biosensor specifically interacted with the 24casp7 isoform in 
the DEVD recognition sequence of the vDEVDc biosensor.  
Since this interaction was not cleavage of the DEVD 
recognition sequence, 24casp7 isoform instead must have 
bound the DEVD sequence. 

Fig. 2.  Characterization of the 24casp7 isoform.  The spectra was measured 
before (solid grey) and after (dotted black) an hour incubation at room 
temperature for A, the v4Gc biosensor, B, the 24casp7 isoform + v4Gc 
biosensor, C, the vDEVDc biosensor and D, 24casp7 + the vDEVDc 
biosensor.  All protein concentrations were 10 ± 1 μM. 

In time-lapsed experiments, the 24casp7 and 57casp7 
isoforms exponentially bound and cleaved the vDEVDc 
biosensor, respectively (Fig. 3).  Similar controls to the 
above experiments were used to obtain the time-lapsed 
spectrums using an excitation wavelength of 440 nm every 
minute over a period of 20 to 30 minutes.  In these time-
lapsed experiments, the solution was repeatedly sampled 
leading to an irreversible photobleaching of the biosensors.  
For example, in the control experiment of the vDEVDc 
biosensor alone, the FRET emission ratio decreased 2.5% by 
photobleaching (Fig. 3A).  Similar photobleaching was 
observed in experiments with the v4Gc biosensor (data not 
shown).  As this effect was omnipresent in all time-lapsed 
spectrums, the measured FRET emission ratios were the 
results of both photobleaching and activity of the caspase-7 
isoforms.  Further experiments with the 57casp7 isoform + 
the vDEVDc biosensor, as expected, showed a 67% 
exponential decrease of the FRET emission ratio (Fig. 3C), 
which overshadowed the decrease of FRET caused by 
photobleaching.  In contrast, experiments with the 24casp7 
isoform + the vDEVDc biosensor showed an 8% exponential 
increase of FRET (Fig. 3B).  The FRET emission ratio 
decrease from photobleaching was evident during the first 4 
minutes.  Thus, these results indicated that the binding 
between the 24casp7 isoform and the vDEVDc biosensors 
occurred exponentially. 
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Fig. 3.  Time-lapsed experiments of A, the vDEVDc biosensor, B, the 
24casp7 isoform + vDEVDc biosensor and C, the 57casp7 isoform + 
vDEVDc biosensor. 

C. Computational modeling of the 24casp7 isoform 
binding to the vDEVDc biosensor 
Computational models of the vDEVDc biosensor before 

and after binding to caspase-7 estimated a FRET emission 
ratio of ~16.2%, which is consistent with our experiment 
results of 15% (Table I) (Fig. 4 and 5).  The binding of 
caspase-7 to its inhibitor was used to model the binding of 
the vDEVDc biosensor to the active site of the 24casp7 
isoform [16].  Both the caspase-7 free and bound cases had 
relatively low median FRET efficiency (E%) values at 
approximately 3%, however, at least 15% of the models in 
the caspase-7 bound case had a greater propensity for 
models with an E% larger than 20% which explained the 
corresponding shifts in their mean E%.  For the caspase-7 
free case (Fig. 4A), the average E% was 7.8% with 
corresponding distance and orientation factors values of 74.8 
± 10 Å and 0.470, respectively (Table 1) (Fig. 5).  Note that 
the distance factor displayed a Gaussian-like distribution 
whereas the orientation factor distribution was more 
scattered.  One commonly used constant for κ2 is 0.475, 
assuming the donor-acceptor orientations do not change 
during the lifetime of the excited state [17].  Our simulation 
results for orientation factor were consistent with that 
assumption since the orientation of the donor-acceptor pair 
has a large rotational freedom around the flexible linker in 
the caspase-7 free case.  For the caspase-7 bound case, 
however, based on the dimer conformation of caspase-7, the 
E% could originate from the intra- or inter-molecular FRET 
effect (Fig. 4B).  The simulated E%, distance factor, and 
orientation factor averages for the intra- and inter-molecular 
FRET effects were (15.3%, 71.7 ± 17 Å, 0.594) and (3.4%, 
98.9 ± 17 Å, 0.559), respectively (Table 1) (Fig. 5).  Since 
the intramolecular FRET was almost 5-fold larger compared 

to the intermolecular effect due to the smaller distance 
factor, the intramolecular effect was the dominant factor and 
thus, its FRET efficiency is representative of the overall 
caspase-7 bound FRET efficiency.  Note also that both κ2
values deviated from the constant 0.475 in the caspase-7 free 
case.  This was expected because the donor-acceptor pair has 
reduced rotational freedom due to dimer conformation of the 
caspase-7 and the vDEVDc biosensor complex.  An increase 
of X% in FRET efficiency means an X% energy loss from 
the donor and an X% energy gain to the acceptor.  The 
change in FRET emission ratio (the division of acceptor 
emission by donor emission after donor excitation), R, can 
then be estimated by the following equation:  

%)1(
%)1(

X
XRR oldnew

−
+×≈

Since the increase in FRET efficiency from caspase-7 free to 
bound is 7.5%, there is an approximately 16.2% increase in 
FRET emission ratio after caspase-7 binding. 

Fig. 4.  Structural models of A, the unbound vDEVDc biosensor, B, the 
vDEVDc biosensors bound to dimeric caspase-7. 

Fig. 5.  Statistics of the modeling results.  A, B, C, the distance distribution 
(R) between the CFP and YFP chromophores for the caspase-7 free models, 
caspase-7 bound models (intramolecular FRET) and caspase-7 bound 
models (intermolecular FRET), respectively.  D, E, F, the FRET orientation 
factor (κ2) for the caspase-7 free models, caspase-7 bound models 
(intramolecular FRET) and caspase-7 bound models (intermolecular 
FRET), respectively.  G, H, I, the overall FRET efficiency (E%) for the 
caspase-7 free models, caspase-7 bound models (intramolecular FRET) and 
caspase-7 bound models (intermolecular FRET), respectively. 

533



TABLE I
MODELING STATISTICAL RESULTS

 R (Å) κ2 E% 

Caspase-7 free 74 ± 10 0.47 7.74% 
Caspase-7 bound (Intra-molecular) 71 ± 17 0.59 15.31% 
Caspase-7 bound (Inter-molecular) 98 ± 17 0.56 3.38% 

III. CONCLUSION

We designed the vDEVDc biosensor for monitoring 
caspase-7 activity and discovered that it responds differently 
to two isoforms of caspase-7 – 24casp7 and 57casp7.  The 
57casp7 isoform exhibited the normal proteolytic activity 
and caused the vDEVDc biosensor to lose FRET.  The 
24casp7 isoform, on the other hand, caused the FRET 
emission ratio of vDEVDc to increase by 15%.  We isolated 
the cause of this FRET increase to the putative binding of 
the 24casp7 isoform to the DEVD substrate in our vDEVDc 
biosensor.  Furthermore, our experiments showed that upon 
incubating with the 24casp7 isoform, the FRET of the 
vDEVDc biosensor increases exponentially over time, which 
resembles the kinetics of a typical binding reaction.  To 
further test the binding hypothesis, we simulated the FRET 
change of the vDEVDc biosensor from before and after 
binding to caspase-7 yielding a 16.2% increase, which 
agreed with the 15% FRET emission ratio increase observed 
experimentally.  Hence, we conclude that 24casp7 isoform 
lacks its native proteolytic activity but is capable of 
recognizing and binding to its substrate.  Last, this work 
expands the application of caspase FRET biosensors to a 
different aspect of caspase activity beyond proteolysis. 

ACKNOWLEDGMENT

This work was supported by grants from the Canadian 
Foundation of Innovation (CFI) and the National Science 
and Engineering Research Council (NSERC).  We thank Dr. 
Mitsuhiko Ikura’s laboratory for their assistance with the 
photospectrometer and Dr. William Stanford’s laboratory for 
sharing their molecular biology facilities. 

REFERENCES

[1] G. M. Cohen, "Caspases: the executioners of apoptosis," Biochem J,
vol. 326 ( Pt 1), pp. 1-16, 1997. 

[2] M. Los and H. Walczak, Caspases : their role in cell death and cell 
survival. Georgetown, Tex. New York: Landes Bioscience; Kluwer 
Academic/Plenum Pub., 2002. 

[3] J. Chai, Q. Wu, E. Shiozaki, S. M. Srinivasula, E. S. Alnemri, and Y. 
Shi, "Crystal structure of a procaspase-7 zymogen: mechanisms of 
activation and substrate binding," Cell, vol. 107, pp. 399-407, 2001. 

[4] Y. Shi, "Mechanisms of caspase activation and inhibition during 
apoptosis," Mol Cell, vol. 9, pp. 459-70, 2002. 

[5] Y. Yaoita, "Inhibition of nuclear transport of caspase-7 by its 
prodomain," Biochem Biophys Res Commun, vol. 291, pp. 79-84, 
2002. 

[6] J. Zhang, R. E. Campbell, A. Y. Ting, and R. Y. Tsien, "Creating new 
fluorescent probes for cell biology," Nat Rev Mol Cell Biol, vol. 3, pp. 
906-18., 2002. 

[7] K. Truong and M. Ikura, "The use of FRET imaging microscopy to 
detect protein-protein interactions and protein conformational changes 
in vivo," Curr Opin Struct Biol, vol. 11, pp. 573-8., 2001. 

[8] K. Q. Luo, V. C. Yu, Y. Pu, and D. C. Chang, "Measuring dynamics 
of caspase-8 activation in a single living HeLa cell during TNFalpha-

induced apoptosis," Biochem Biophys Res Commun, vol. 304, pp. 217-
22, 2003. 

[9] J. H. Chiang and K. Truong, "Computational modeling of a new 
fluorescent biosensor for caspase proteolytic activity improves 
dynamic range," IEEE Transactions in Nanobioscience, vol. In press., 
2005. 

[10] J. J. Chiang and K. Truong, "Using co-cultures expressing 
fluorescence resonance energy transfer based protein biosensors to 
simultaneously image caspase-3 and Ca2+ signaling," Biotechnol Lett,
vol. 27, pp. 1219-27, 2005. 

[11] X. Xu, A. L. Gerard, B. C. Huang, D. C. Anderson, D. G. Payan, and 
Y. Luo, "Detection of programmed cell death using fluorescence 
energy transfer," Nucleic Acids Res, vol. 26, pp. 2034-5, 1998. 

[12] T. Nagai and A. Miyawaki, "A high-throughput method for 
development of FRET-based indicators for proteolysis," Biochem 
Biophys Res Commun, vol. 319, pp. 72-7, 2004. 

[13] J. Jones, R. Heim, E. Hare, J. Stack, and B. A. Pollok, "Development 
and application of a GFP-FRET intracellular caspase assay for drug 
screening," J Biomol Screen, vol. 5, pp. 307-18, 2000. 

[14] R. Onuki, A. Nagasaki, H. Kawasaki, T. Baba, T. Q. Uyeda, and K. 
Taira, "Confirmation by FRET in individual living cells of the absence 
of significant amyloid beta -mediated caspase 8 activation," Proc Natl 
Acad Sci U S A, vol. 99, pp. 14716-21, 2002. 

[15] T. Nagai, K. Ibata, E. S. Park, M. Kubota, K. Mikoshiba, and A. 
Miyawaki, "A variant of yellow fluorescent protein with fast and 
efficient maturation for cell-biological applications," Nat Biotechnol,
vol. 20, pp. 87-90, 2002. 

[16] Y. Wei, T. Fox, S. P. Chambers, J. Sintchak, J. T. Coll, J. M. Golec, 
L. Swenson, K. P. Wilson, and P. S. Charifson, "The structures of 
caspases-1, -3, -7 and -8 reveal the basis for substrate and inhibitor 
selectivity," Chem Biol, vol. 7, pp. 423-32, 2000. 

[17] Z. Hillel and C. W. Wu, "Statistical interpretation of fluorescence 
energy transfer measurements in macromolecular systems," 
Biochemistry, vol. 15, pp. 2105-13, 1976. 

534


	MAIN MENU
	Go to Previous Document
	CD-ROM Help
	Search CD-ROM
	Search Results
	Print


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.3
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 0
  /ParseDSCComments false
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo false
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 2.00333
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 2.00333
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.00167
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e55464e1a65876863768467e5770b548c62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc666e901a554652d965874ef6768467e5770b548c52175370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA (Utilizzare queste impostazioni per creare documenti Adobe PDF adatti per visualizzare e stampare documenti aziendali in modo affidabile. I documenti PDF creati possono essere aperti con Acrobat e Adobe Reader 5.0 e versioni successive.)
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020be44c988b2c8c2a40020bb38c11cb97c0020c548c815c801c73cb85c0020bcf4ace00020c778c1c4d558b2940020b3700020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken waarmee zakelijke documenten betrouwbaar kunnen worden weergegeven en afgedrukt. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents suitable for export to IEEE PDF eXpress. May 2005. PaperCept.)
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice


